Q@ Leica A60 Microscope

ACROBAT™ VERSA MOUNTING INSTRUCTIONS e #003-655

FIG. 1 |

NOTE: Always
support the
microscope head

NOTE: If wing
nut is removed,
clamp pin will
fall out.
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ALTERNATE MOUNTING METHOD

FIG. 4 | Threaded hole FIG. 5 |

FIG. 6 |

e 40 mm Philips
pan head screw
* Metal washer

I

NOTE: Always &
support the
microscope head
during installation.
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